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We describe a method for measuring the complex impedance of transition-edge-sensor~TES!
calorimeters. Using this technique, we measured the impedance of a Mo/Au superconducting
transition-edge-sensor calorimeter. The impedance data are in good agreement with our linear
calorimeter model. From these measurements, we obtained measurements of unprecedented
accuracy of the heat capacity and the gradient of resistance with respect to temperature and current
of a TES calorimeter throughout the phase transition. The measurements probe the internal state of
the superconductor in the phase transition and are useful for characterizing the calorimeter.
© 2004 American Institute of Physics.@DOI: 10.1063/1.1711144#

I. INTRODUCTION

We are developing superconducting transition-edge sen-
sor ~TES! calorimeters for x-ray astronomy.1 Each of our
transition edge sensors is a square Mo/Au bilayer film, with
a resistance of approximately 10 mV. Through the proximity
effect, the Mo and the Au act as one superconductor, with the
critical temperatureTc determined by the thicknesses of the
layers.2 We design our TES to have critical temperature of
approximately 100 mK. The TES is suspended by a silicon
nitride membrane to thermally decouple it from the silicon
substrate on which the devices are fabricated.3 In the phase
transition between the superconducting and normal metal
states, the electrical resistance of the TES increases rapidly
with increasing temperature. The TES functions as a very
sensitive thermometer in the x-ray calorimeter. It measures
small changes in temperature caused by the absorption of
single x-ray photons. Our TES calorimeters have demon-
strated excellent energy resolutions:4,5 2.4 eV at 1.5 keV and
3.7 eV at 3.3 keV.

In operation, the temperature of the substrate is cooled
below Tc and a dc voltage bias is applied to the TES. The
electrical current through the TES is measured by a dc su-
perconduction quantum interference device~SQUID!
array.6,7 Negative electrothermal feedback in the calorimeter

shortens the fall time of the pulses8,9 and keeps the tempera-
ture of the TES nearTc .

We present a linear model of our TES calorimeter, which
describes the noise and the response to photons. We fit this
calorimeter model to the impedance data to find the heat
capacity of the calorimeter, the logarithmic derivatives of the
TES resistance with respect to temperature and current, and
the inductance in the circuit which biases the TES. We mea-
sure the impedance by recording the response of the calorim-
eter to noise that we add to the bias of the TES. We find that
our linear model accurately represents the impedance data.

Our TES impedance data yield precise measurements of
the heat capacity and the gradient of the resistance with re-
spect to current and temperature throughout the supercon-
ducting phase transition. These measurements are useful for
probing the internal state of the TES in the transition.

II. MODELING

Our TES calorimeter model describes the response of the
calorimeter to signal and noise. This model includes the two
circuits illustrated in Fig. 1. The electrical circuit includes
the Thevenin equivalent bias voltageVTh , the electrical cur-
rent I TES, the TES resistanceR, the Thevenin equivalent
resistanceRTh , and inductanceL. The Thevenin equivalent
resistance represents the combined contributions of all the
resistors of the physical bias circuit in Fig. 2. The thermal
circuit includes the heat capacityC of the TES calorimeter,a!Electronic mail: Mark.A.Lindeman.1@gsfc.nasa.gov
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the heat flow powerPC from the calorimeter to the substrate,
the power into the TES from absorption of radiationPX , the
effective temperatureTTES of the TES, and the temperature
of the substrateTbath. Note that the resistance of the TES
depends on both the currentI TES and temperatureTTES. In
addition, there are sources of noise: phonon noisePPN be-
tween the TES and the substrate, Johnson noise of the elec-
tronics VEN, the TES electronic noiseVTN ~which includes

Johnson noise plus excess electronic noise in the TES!, and
the bias noiseVBN . The two circuits with noise included are
described by the following differential equations:

L
dITES

dt
5VTh2~ I TESRTh1I TESR1VTN1VEN1VBN!,

C
dTTES

dt
5I TES

2 R2PC1PX1I TESVTN1PPN. ~1!

Note that theVTN noise term appears in both differential
equations. In our TES calorimeters, the effect of the Johnson
noise and excess TES noise on the current is significantly
reduced at frequencies within the bandwidth of the calorim-
eter because the two terms containingVTN partially cancel
out.8,10,11

By making the small signal approximation by linearizing
Eqs.~1! around equilibrium and retaining terms that are first
order with respect to the variables, which include current,
temperature, powerPX , and the noise sources, the linear
model can be written as

d

dt S I
TD5S 2

RTh1R01I 0~]R/]I !

L
2

I 0

L

]R

]T

I 0R0

C S 21
I 0

R0

]R

]I D I 0
2

C

]R

]T
2

G

C

D S I
TD

1S 2~VTN1VEN1VBN!/L
~ I 0VTN1PPN1PX!/C D , ~2!

where I 0 , T0 , areR0 are the equilibrium current, tempera-
ture and resistance.11,12 We let I 5I TES2I 0 and T5TTES

2T0 . The thermal conductance across the membrane isG
5]PC /]T. First-order terms containing]C/]T and ]C/]I
do not appear in Eq.~2! because they cancel out.

The pulse shape can be calculated from the eigenvalues
and eigenvectors of the matrix in Eq.~2!. If the inductanceL
is too large, the TES calorimeter may be under damped or
unstable, which occurs when the eigenvalues are
non-negative.11

In this linear approximation, the TES resistance is ap-
proximated by

R5R0~11a1T/T01b1I /I 0!, ~3!

where a I5(T0 /R0)(]R/]T) with I held constant andb I

5(I 0 /R0)(]R/]I ) with T held constant.11 This expression of
the TES resistance is obtained by collecting the terms in Eq.
~2! that represent the resistance of the TES in the electrical
circuit. The value ofa I greatly affects the energy resolution
of the calorimeter and the decay time of the pulses.8,11,13The
value ofb I modifies the impedance of the calorimeter at high
frequencies.~Note the termsa I andb I have been previously
referred to asa and b in other publications. However we
include the subscripts ina I andb I to distinguish these terms
from similar terms with different partial derivatives. The sub-
script ‘‘I’’ refers to the fact that the partial derivatives are
taken with respect to currentI and temperature, not voltage
and temperature.!

FIG. 1. The TES calorimeter model. The model consists of an electrical
circuit and a thermal circuit, which together model the dynamics of a simple
TES calorimeter. Noise sources in the electrical circuit are represented by a
fluctuating voltage in series with the TES. Noise sources in the thermal
circuit are represented by a fluctuating power between the TES and the bath.

FIG. 2. The electronic setup for the impedance measurements. The digital
scope is used to measure the voltage noise put into the bias and the resulting
current noise near the TES~with some amplification and filtering!. The noise
in the bias voltageVin is proportional to the voltage noiseVBN near the TES.
The flux-locked dc SQUID feedback voltageVFB is proportional to the
current I through the TES. The impedance is computed from the Fourier
transforms ofVBN and I.

1284 Rev. Sci. Instrum., Vol. 75, No. 5, May 2004 Lindeman et al.
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III. DERIVATION OF CALORIMETER RESPONSE
AND COMPLEX IMPEDANCE

We take the Fourier transform of Eq.~2! to find the
response of the TES calorimeter to signal and noise as a
function of frequencyf :

M S I
TD5S 2~VTN1VEN1VBN!/L

~ I 0VTN1PPN1PX!/C D , ~4!

where the matrix in Eq.~4! is

M5S i ~2p f !1
RTh1R01I 0~]R/]I !

L

I 0

L

]R

]T

2
I 0R0

C S 21
I 0

R0

]R

]I D i ~2p f !2S I 0
2

C

]R

]T
2

G

CD D . ~5!

The solution of Eq.~4! is

S I
TD5M21S 2~VTN1VEN1VBN!/L

~ I 0VTN1PPN1PX!/C D . ~6!

The current, temperature, and noise terms are all functions of
frequencyf. Equation~6! describes the frequency dependent
response of the microcalorimeter to signal and noise. The
noise equivalent power~NEP! of each of the noise sources is
calculated by referring the noise to an equivalent noise in the
power PX . The noise limited energy resolution~or baseline
energy resolution! of the calorimeter is calculated from the
NEP.13 This method of modeling and solving for signal and
noise in calorimeters~referred to as the matrix method! is
easily extended to more complicated calorimeters and
bolometers.11,14

We measure the total impedance in the electrical circuit
by putting white noise into the bias. We measure the bias
noiseVBN and the currentI through the TES. We neglect the
noise sources except forVBN , and solve Eq.~6! for the im-
pedanceZ5VBN /I . The solution is

Z5 i ~2p f !L1RTh1ZTES, ~7!

where

ZTES~ f !5R0F ~11b I !1
21b I

2

I 0
2R0

CT
a Iteff

3S 211
11 i ~2p f !teff

211 i ~2p f !teff
D G ~8!

and

teff5S I 0
2R0

CT0
a I2

G

CD 21

. ~9!

The impedanceZTES traces a semicircle in the complex
plane.10,15We fit the model impedanceZ to measured imped-
ance data to obtain values ofa I , b I , C, andL.

When we measure the impedance, we apply bias noise
VBN large enough so that it dominates over other noise
sources such as phonon noise and electronic noise. The other
noise sources cause scatter in the measurement of the imped-
anceZ.

IV. EXPERIMENT

In this experiment, we characterized a 600mm square
Mo/Au TES which was suspended on 0.5mm thick mem-
brane of silicon nitride. The bilayer consisted of 50 nm of
Mo and 270 nm of Au.~Critical temperatureTc598.5 mK.
Normal state resistanceRN59.1 mV.! In preparation for the
impedance measurements, we measured a series of current-
voltage (I –V) characteristics of the TES to obtain values for
the parametersG, I 0 , R0 , and RTh in the calorimeter
model.3,11 From these measurements, we found the thermal
coupling of the calorimeter through the membrane to the
substrate (G5344 pW/K). We performed the impedance
measurements with the refrigerator~and substrate! regulated
to Tbath591.7 mK. Current-voltage characteristics were
measured at that temperature to obtain the TES currentI 0

and resistanceR0 as a function of dc bias voltage.
The TES bias circuit in the refrigerator is depicted in

Fig. 2. The Thevenin equivalent voltageVTh is Vin /(1.21
3106). The Thevenin resistanceRTh is 1.45 mV, which in-
cludes the 1.15 mV shunt resistor in our bias circuit plus
0.30 mV of parasitic resistance in series with the TES. The
resistance of the shunt resistor was calibrated through a mea-
surement of its Johnson noise.

To perform an impedance measurement, we applied a dc
voltage bias plus approximately 1.4mV/Hz1/2 noise to the
bias at Vin , which corresponds to a bias noise ofVBN

520 pV/Hz1/2 near the calorimeter. Noise from the white
noise generator was low-pass filtered at 8 kHz to minimize
the fluctuation in the bias of the TES. The bias noise was
larger than other sources of noise at frequencies up to 8 kHz.
~For example, the TES noise5 is several hundred fV/Hz1/2.!
We used a digital oscilloscope to sample the bias noiseVBN

and the TES currentI. We acquired 400 sweeps of 8192
samples each of the bias and signal for each impedance mea-
surement. The sample rate was 10 000 samples per second.
Low pass filters~at 3 kHz! were used to antialias the bias and
the current signals. We performed an impedance measure-
ment of the TES at each of the bias points plotted on the IV
curve of Fig. 3.

V. DATA ANALYSIS

We begin data reduction by filtering out sweeps in which
a pulse is detected in the current of the TES. This is neces-

1285Rev. Sci. Instrum., Vol. 75, No. 5, May 2004 Impedance of transition-edge sensor
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sary because an x-ray source was positioned near the TES for
other experiments. We Fourier transform the remaining data
to obtain the bias voltage and TES current as a function of
frequency. The impedance is obtained from the following
weighted average:

Z~ f !5
Re@( j xj y j* #1 i Im@( j xj* yj #

( j uxj u2
, ~10!

where xj ( f ) and yj ( f ) are, respectively, thej th Fourier
transformed measurements of the TES currentI, and the bias
noiseVBN . The weighted average gives a more precise result
than simply measuringVth /I . The standard deviation mea-
surements of the real and imaginary parts ofZ are

sRe5
A( j~Re@xj #

2s1
21Im@xj #

2s2
2!

( j uxj u2
~11!

and

s Im5
A( j~Re@xj #

2s2
21Im@xj #

2s1
2!

( j uxj u2
, ~12!

where s1( f ) is the measured standard deviation of Re@(yj

2Zxj)# and s2( f ) is the measured standard deviation of
Im@(yj2Zxj)#. The standard deviationss1 and s2 represent
noise from the TES and bias circuit as referred to voltage
VTh . The standard deviation of the real part ofZ should
equal the standard deviation of the imaginary part because
the phase of the noise is random.

After the data processing software obtains the imped-
anceZ from Eq.~10! and the statistical error bars~associated
with the noise! from Eqs.~11! and~12!, the software rejects
data at frequencies where significant electrical pick up is
detected. The remaining data between 11 Hz and 3 kHz are
plotted in Fig. 4.

In the final step of the data reduction, Eq.~7! is fitted to
the impedance data. The temperatureT0 of the TES is ap-

proximately equal toTc . Four parameters,a I , b I , C, andL,
are the free parameters in the fit of the model to the imped-
ance data.

VI. RESULTS

Figure 5 illustrates a fit of the linear model to an imped-
ance measurement. The linear model fits the impedance data
well—especially considering how small are the statistical er-
ror bars. The reducedx2 of the fit ranges from 1.1 to 1.9 for
the impedance measurements plotted in Fig. 4. The greatest
difference between the model and data occurs at frequencies
less than 100 Hz. This discrepancy is most likely caused by
small x-ray pulses, which are not detected or filtered out by

FIG. 3. An I –V curve of the Mo/Au TES and bias points of the impedance
measurements. The bias points are in steps of approximately 5% of the
normal resistance of the TES. The voltage is applied to the TES plus 300
mV of parasitic resistance in series. The substrate temperature is 91.7 mK.

FIG. 4. Measured impedanceZ. The small cross around each of the points
represents the 1s error bars. Each trajectory is a measurement of the TES
impedanceZTES plus inductanceL and resistanceRTh in series. The imped-
ance is plotted for frequencies between 11 Hz and 3 kHz. When the TES in
the phase transition, its impedance is represented by a semicircle in the
complex plane. When the TES is in the normal state or the superconducting
state, the impedance is a strait line with Im@Z#52pfL. Data at frequencies
with significant radio-frequency interference are excluded.

FIG. 5. An example of a model fit to the impedance data and the same
model withb I50. We fit the linear model to the impedance data with four
free parameters:a I , b I , C, and L. The model withoutb I cannot fit the
impedance data because the impedance of the TES at high frequency
strongly depends onb I .

1286 Rev. Sci. Instrum., Vol. 75, No. 5, May 2004 Lindeman et al.
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the data software. However, the effect of small pulses on the
values of the fitted parameters is relatively small compared
to other sources of systematic error.

We obtained precise values ofa I , b I , C, andL from the
impedance measurements. The systematic errors in the mea-
sured values of these parameters are much larger than statis-
tical errors, which are caused by noise in the TES and elec-
tronics. Systematic errors arise from inaccurate measurement
of the model parameters:G, I 0 , R0 , RTh , T0 , and from in-
complete filtering of small pulses. The dominant source of
error is caused by inaccurate measurement ofR0 due to ther-
mal drift during the 3 h it took to perform the impedance
measurements. This drift causes the power dissipated by the
TES to change by tens of femtowatts. In response, the resis-
tanceR0 of the TES is estimated to drift up to 1 or 1.5%,
depending on bias. This drift is estimated to cause an error in
the measured heat capacityC up to approximately 4 to 6%,
depending on bias. However, repeat measurements of the
TES heat capacity at the same bias~separated by several
hours! agree to within approximately 1%, indicating that this
error may actually be less than we estimated.

The measured values ofa I , b I , andC are plotted as a
function of TES resistance in Figs. 6, 7, and 8. Note that the
measured heat capacity of the TES is between the calculated
normal-metal heat capacity of the TES and the calculated
BCS capacity, as expected. We obtained a value of the in-
ductance (L5260 nH) that is consistent with previous mea-
surements of stray inductance in the bias circuit.

We obtained precise measurements of TES resistanceR
from the I –V curves, and its partial derivatives, (]R/]T)
and (]R/]I ), from the impedance measurements. Using this
data, we plot the trajectory ofR(I ,T) corresponding to the
I –V curve of Fig. 3. TheR(I ,T) data is shown in Fig. 9. By
using the partial derivatives, we extrapolate the contours of
resistanceR in the neighborhood of the trajectory. This data
is plotted in Fig. 10. These plots illustrate how the resistance
of our Mo/Au TES depends on both temperature and current.
Note that we could more completely characterize the surface

R(I ,T) and the phase transition with additional impedance
measurements, taken with different bath temperatures.

VII. DISCUSSION

The heat capacity profile in Fig. 8 is informative with
regard to the internal state of the TES in the phase transition.
These data indicate that in the middle of the phase transition
the TES is not mostly superconducting~for which for we
would expect to measure the BCS heat capacity! nor is the
TES mostly in the normal state~which would result in the
TES having a heat capacity similar to normal state heat ca-
pacity!. Instead, the heat capacity of our Mo/Au TES gradu-
ally increased from the normal state heat capacity toward the
BCS heat capacity with decreasing TES resistance. The hy-

FIG. 6. Impedance measurements ofa I vs TES resistance.~The TES resis-
tance is plotted as a percentage of the normal state resistance of the TES.!
Vertical error bars represent the 1s statistical errors due to noise. Systematic
errors are estimated to be1/23%.

FIG. 7. Impedance measurements ofb I vs TES resistance. Vertical error
bars represent the 1s statistical errors due to noise. Systematic errors are
estimated to be1/20.01.

FIG. 8. Impedance measurements of heat capacity vs TES resistance. Ver-
tical error bars represent the 1s statistical errors due to noise. Systematic
errors are estimated to be 4 to 6% depending on the bias point. The mea-
sured heat capacity lies between the calculated normal state heat capacity
and the BCS heat capacity as expected. This heat capacity profile provides
information about the internal state of the TES in the phase transition.

1287Rev. Sci. Instrum., Vol. 75, No. 5, May 2004 Impedance of transition-edge sensor
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pothesis that the TES is separating into normal metal and
superconducting domains is consistent with this data.

The measured values ofa I , b I , and C are in good
agreement with previous measurements of these parameters
of our TESs, which we obtained through other methods such
as fitting the model to pulses12—but the impedance method
is more precise. The heat capacity of a 500 micron square
Mo/Au TES ~with Tc5104 mK, RN59.8 mV) is plotted in
Fig. 11. These data were obtained by fitting Eq.~6! to pulses
resulting from the absorption of Al Ka x rays in the TES.
The pulse data also shows that the heat capacity increases
from the calculated normal state heat capacity to the BCS
heat capacity.

The impedance data are less susceptible to errors due to
nonlinearities in the transition than pulse data are. During the

impedance measurement, the bias noiseVBN is kept rela-
tively small to minimize the perturbations in the TES. The
TES remains in the linear small signal regime, and the re-
sponse can be accurately modeled with Eq.~2!.

However, pulses due the absorption of x rays in our TES
calorimeters typically involve larger excursions of resistance,
temperature, and current. In this case, nonlinear behavior of
the calorimeter can affect the fit of the linear model to the
pulses, resulting in scatter in the measurements of the heat
capacityC as in Fig. 11.

The dependence of the TES resistance on current must
be included in the model to fit the impedance data. In Fig. 5,
we plot the best fit of the model to data~with b I50.852),
and the same model withb I50. In a model with no current
dependence, such as that presented by Mather10 in 1982, the
high frequency impedanceZ(`) equals the TES resistance
R0 . Such a model withoutb I cannot fit the TES impedance
data because the high frequency impedance of the TES is
larger than the resistance of the TES. The high frequency
impedance of a calorimeter with a current dependent resis-
tance isZ(`)5R0(11b I). Models in which the current de-
pendence of the resistance is included~such as those by
Mather15 in 1984 and Lindeman11 in 2000! fit the data well.
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FIG. 9. TES resistance vs current and temperature. This data corresponds to
the bias points plotted in Fig. 3.

FIG. 10. Extrapolated contours of resistance. The plotted trajectory corre-
sponds to the bias points plotted in Fig. 3. We are able to extrapolate con-
tours of TES resistance near the trajectory because we have precise mea-
surements of botha I andb I at each of the bias points. This plot illustrates
the shape of the surfaceR(I ,T) and the shape of the phase transition near
the trajectory.

FIG. 11. Heat capacity measurements of a 500mm square Mo/Au TES
obtained through fitting the linear model to current pulses from the absorp-
tion of Al Ka x rays. These data agree with impedance measurements of the
heat capacity: They show that heat capacity increases from the calculated
normal state heat capacity to BCS heat capacity as the TES resistance is
decreased by lowering the bias voltage.
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have previously measured the impedance to find heat capac-
ity and thermal conductance in their silicon calorimeters.
This work was performed while the author held a National
Research Council Research Associateship Award at Goddard
Space Flight Center.
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